detecting B pertussis antigen and may be a useful References addition in the diagnosis of whooping cough. There were no false positive reactions and no cross reactiv- ' 
Results

INTRA-ASSAY COEFFICIENT OF VARIATION
The coefficient of variation on a sample with 284 7 ,ug/ml (mean + 1 SD) of plasma fibronectin was 2-6%.
The coefficient of variation on a sample with a higher concentration of 439 22 ,Ag/ml was 5-1 %.
GLASS v PLASTIC TUBES
No significant difference (p > 0.05) was found between samples collected in glass and those collected in plastic tubes (Table) .
OVERNIGHT STORAGE AT 40C
No significant difference (p > 0.05) was found between samples tested after overnight storage and those tested within 4 5 h of collection (Table) 
